###### What\'s new?

This is the first multicentre experience on a new open-irrigated tip catheter with contact force measurement capabilities (SmartTouch™, Biosense Webster Inc.).Contact force during radiofrequency catheter ablation for pulmonary veins (PVs) isolation affects procedural parameters reducing significantly procedure and fluoroscopy times, without increasing acute complications.Monitoring of catheter--tissue contact during PVs isolation shows a significantly longer time of poor contact during ablation of left as compared with that of right PV ablation.Contact force parameters were highly variable among different patients, while their variability was limited comparing different operators.

Introduction {#s1}
============

Catheter ablation (CA) has become a well-established option for management of drug refractory atrial fibrillation (AF).^[@EUT262C1],[@EUT262C2]^ Although several ablation approaches have been developed, a recent HRS/EHRA/ECAS Expert Consensus^[@EUT262C3]^ recommends ablation strategies that target the pulmonary veins (PVs) and/or PV antrum as the cornerstone for most AF ablation procedures, the goal being complete electrical isolation of all PVs. One of the major limitations of CA of AF is the high rate of recurrences, during the short- and long-term follow-up, mainly due to electrical reconnection of the PVs. Therefore, more durable and transmural lesions produced by radiofrequency energy (RF) are desirable to improve the procedural outcome.^[@EUT262C4],[@EUT262C5]^ In this setting, optimization of electrode--tissue contact may have a two-fold benefit. First, by achieving a satisfactory contact at the electrode--tissue interface, RF delivery to the tissue is optimized with less energy dissipated into the circulating blood pool and creation of more predictable and reliable lesions.^[@EUT262C3]^ This may affect both the procedural parameters and long-term clinical outcome. Secondly, monitoring the electrode--tissue contact may help reduce excessive contact and with that the complications possibly related to cardiac perforation.^[@EUT262C3]^

The aim of the present multicentre prospective study was to evaluate the effect of contact force (CF) measurement on acute procedural parameters during CA of AF using a novel CF sensing ablation catheter.

Methods {#s2}
=======

Patients selection {#s2a}
------------------

This multicentre prospective and descriptive study enroled patients in nine Italian centres (see the Appendix) for a 3-month period. Patients aged between 18 and 90 years with documented symptomatic AF episodes refractory to drug therapy (Class I or III drugs) and self-terminating within 7 days were included. Exclusion criteria were: (i) long-standing persistent AF, defined as AF being the sole rhythm for \>12 months before the enrolment; (ii) persistent AF, defined as non-self-terminating AF episodes, or self-terminating AF episodes lasting \>7 days; (iii) left atrial (LA) anteroposterior diameter \>55 mm; (iv) previous CA of AF; (v) New York Heart Association functional class \>II; (vi) left ventricular ejection fraction \<40%; (vii) unstable angina or acute myocardial infarction within 3 months; (viii) need for or prior cardiac surgery within 6 months; (ix) contraindication to treatment with warfarin or bleeding diathesis; and (x) severe chronic renal or hepatic impairment.

This study was approved by the institutional review committees of all centres, and all the patients signed informed consents. The principles outlined in the latest update of the Declaration of Helsinki were followed.

Ablation procedure {#s2b}
------------------

After transseptal catheterization, three-dimensional electroanatomical maps of the LA and PVs were reconstructed using a non-fluoroscopic navigation system (CARTO 3^®^, version 2, Biosense Webster Inc.) as previously described.^[@EUT262C5],[@EUT262C6]^ Maps were acquired during AF or sinus rhythm using respiratory gating. Fast anatomical mapping or imaging integration with a pre-acquired computed tomography or magnetic resonance scan was used, according to the operators\' preference. Radiofrequency pulses were delivered using the 3.5 mm Thermocool SmartTouch™ (Biosense Webster, Inc.) in power control mode. Radiofrequency power was set between 30 and 35 W depending on different LA sites and the catheter tip was irrigated by saline at a flow rate of 2 mL/min during mapping and of 30 mL/min during ablation. Radiofrequency was delivered up to 60 s or until local electrogram amplitude was reduced \>80% to produce a circumferential lesion around the proximal part of each PV\'s ostium or around ipsilateral PVs according to the anatomy. The lesion around the PV ostium was created by a sequential point-by-point application of RF energy or by continuously dragging the catheter, according to the operators\' preference. A circular decapolar or duodecapolar mapping catheter (LASSO^®^, Biosense Webster Inc.) was used to confirm PV electrical isolation with demonstration of entry and exit block. Resumption of LA to PV conduction was evaluated for 30 min after ablation. In case of reconnection, The PVs were newly isolated targeting the residual electrical breakthroughs. All centres used fixed curve sheaths (Preface, Biosense Webster, or SL0, St Jude Medical). In none of the involved centres were steerable sheaths used.

Contact force measuring {#s2c}
-----------------------

The Thermocool SmartTouch™ catheter is a 7.5 F catheter with a precision spring connecting the distal 3.5 mm irrigated electrode and the catheter shaft. The spring allows small amount of tip deflection. Sensors monitor the location signals of the transmitter coils embedded in the tip electrode and detect the micromovement of the spring. Therefore, microdeflections of the tip are translated by the system into CF values, sampled every 50 ms. Since the precision spring provides information on both lateral and axial movements in response to tissue--electrode contact, direction of CF is also given. This catheter is specifically designed for integration into the CARTO 3^®^ system. On the system screen, direct visualization of CF values averaged on 500 ms time interval (in grams), CF direction, and instant variations of CF values over time in a real-time graphic are shown (*Figure [1](#EUT262F1){ref-type="fig"}*). After catheter insertion and initialization, the CF value was zeroed for the first time before mapping initiation, when the catheter tip was in the centre of the LA. During the procedure the CF value was re-zeroed every time it was required by the system. Figure 1CARTO^®^ 3 system screen showing a reconstruction of the LA in posteroanterior view (top left) and left lateral view (top right) with a decapolar circular mapping catheter and an ablation catheter placed at the ostium of the left superior PV. The dashboard on the left-hand side shows the value of CF (16 g), while the arrow on the catheter icon shows the CF direction. The real-time graph of the CF vs. time is also shown (blue line in the bottom right pane). Surface electrocardiogram and intracavitary electrograms from the coronary sinus catheter and circular mapping catheter before ablation are also shown (bottom left).

Operators involved in this study had previous experience in the use of Thermocool SmartTouch™ catheter in a 6-month period prior to study commencement. Since the CF value is a reliable marker of catheter contact with heart structures, the operators were encouraged to navigate the catheter with a limited use of fluoroscopy. They were allowed to view in real-time the CF values, during both the mapping and ablation phase. During RF delivery, it was recommended to make every effort to reach and maintain a displayed CF value between 10 and 40 g. According to previous studies, values in this range proved to be safe and effective.^[@EUT262C7],[@EUT262C8]^

For all the ablation sites, CF data were recorded and exported after the procedure for off-line analysis. During each RF application, maximum, minimum, and mean CT values were stored and subsequently analysed. Mean CF value were calculated by averaging CF value sampled every 50 ms during each RF application. Force time integral (FTI) expressed in gram seconds and defined as the integral of the CF-time curve during the ablation period in which the catheter was located in the segment of interest was also calculated and analysed.

Statistical analysis {#s2d}
--------------------

Normally distributed continuous variables were expressed as mean (±SD) and compared with unpaired Student\'s *t*-test. Skewed variables were expressed as median (25--75 quartiles) and compared with the rank-sum test. Normality was assessed by the Shapiro--Wilk test. Categorical variables were presented as counts and percentages, and compared with χ^2^ test (Pearson, Yates, or Fisher\'s exact test as appropriate). A *P* value \<0.05 was considered statistically significant.

Results {#s3}
=======

Study population {#s3a}
----------------

Ninety-five patients were included in the study. Their clinical characteristics are shown in *Table [1](#EUT262TB1){ref-type="table"}*. Table 1Clinical characteristics of the study populationMean age (years)58 ± 11 (range 24--82)Male sex83%Left atrium diameter (mm)40.5 ± 5 (range 33--55)Left ventricle ejection fraction (%)58 ± 8 (range 40--65)Body mass index \>305%Previous stroke/TIA4%Heart disease51%Hypertensive45%Ischaemic7%Valvular4%Dilated cardiomyopathy4%Diabetes6%

Pulmonary vein isolation and contact force data {#s3b}
-----------------------------------------------

In our study population, image integration was used in 34of 95 patients without any statistically significant influence on procedural and fluoroscopy time. At the end of the procedure all the target PVs were persistently isolated. Overall procedural time was 138.0 ± 67.0 min with a fluoroscopy time of 14.3 ± 11.2 min. Ablation time was 33.8 ± 19.4 min, and mean CF values during RF applications were 12.2 ± 3.9 (range 6.7--23.7) g. A similar value of mean CF was observed during ablation of the right PVs as compared with that of the left PVs (12.5 ± 4.3 vs. 11.7 ± 4.7 g, respectively; *P* = 0.14). However, although the difference reaches marginal statistical significance, the percentage of time during which the CF was \<5 g was lower during right as compared with left PV ablation (22 ± 14 vs. 27 ± 16%, respectively; *P* = 0.04). The average of the minimum and maximum CF values were 3.3 ± 2.2 (range 0.4--10.7) and 39.4 ± 13.6 (range 18--79.6) g, respectively. As shown in *Figure [2](#EUT262F2){ref-type="fig"}A*, the average CF during the entire ablation time was quite variable in different patients. However, 34.7% of the patients had a CF between 10.01 and 12.5 g and 29.5% between 7.51 and 10 g. Contact force values were well correlated with FTI (unadjusted *r*^2^ = 0.519, *P* \< 0.001). *Figure [2](#EUT262F2){ref-type="fig"}B* shows a similarly variable distribution in different patients of FTI during the entire ablation time. *Figure [3](#EUT262F3){ref-type="fig"}* shows the box and whiskers plot of the CF values during ablation in the nine centres. Interestingly, in seven of the nine centres, the range of the median values was minimal, within 4 g, varying from 12.48 to 8.64. Figure 2Distribution of mean CF (*A*) and FTI (*B*) values during ablation in different patients. Figure 3Box and whiskers plot of mean CF value during ablation in different centres.

Effect of contact force on procedural parameters {#s3c}
------------------------------------------------

The analysis of FTI during ablation showed a median value of 543 gs: 48 patients with FTI below the median value had an average value of 394 ± 100 gs, while the 47 with FTI above had an average value of 1068 ± 520 gs. When these two groups are compared, patients with FTI below the median required significantly longer procedure (158.0 ± 74.0 vs. 117.0 ± 52.0 min, respectively; *P* = 0.004) and fluoroscopy (17.5 ± 13 vs. 11 ± 7.7 min, respectively; *P* = 0.007) times when compared with patients with FTI above the median value. Moreover, as shown in *Figure [4](#EUT262F4){ref-type="fig"}*, patients with a mean CF during ablation \>20 g required significantly shorter procedural time as compared with patients in whom CF was \<10 g (92.0 ± 23.0 vs. 160.0 ± 67.0 min, respectively; *P* = 0.01). In the former group, a non-significant trend towards shorter fluoroscopy (9.2 ± 5.1 vs. 15.3 ± 10 min, respectively; *P* = 0.2) and ablation (25 ± 10.1 vs. 36.3 ± 23.7 min; respectively; *P* = 0.26) times was noted as compared with the latter group. Figure 4Radiofrequency (RF) time, fluoroscopy time, and procedural time in the overall population and in the two subgroups with CF \< 10 g and \>20 g, respectively. \**P* \< 0.05

Complications {#s3d}
-------------

Four groin haematomas were observed. No stroke/transient ischaemic attack, pericardial effusion, or cardiac tamponade were reported within 30 days from the procedure.

Discussion {#s4}
==========

Main findings {#s4a}
-------------

Optimization of electrode--tissue contact during radiofrequency catheter ablation (RFCA) for PV isolation affects procedural parameters by significantly reducing procedural and fluoroscopy times, without increasing acute complications. Monitoring of catheter--tissue CF during PV ablation shows a wide range of values in different patients with a significantly shorter time of poor contact during right as compared with left PV ablation.

Previous studies {#s4b}
----------------

First data on CF measuring were reported using a catheter able to assess catheter--tissue contact by means of optical fibres.^[@EUT262C7],[@EUT262C9]^ Subsequently, two other technologies were developed for clinical use, based on impedance measurement and magnetic sensors,^[@EUT262C10],[@EUT262C11]^ respectively. The TOCCATA study investigators^[@EUT262C9]^ reported data on clinical use of a CF sensor for CA of supraventricular tachycardia and AF. They concluded that CA using real-time CF technology was safe for the treatment of supraventricular tachycardia and AF: high CF values may occur not only during catheter manipulation but also during ablation, suggesting that measuring the CF may provide additional useful information to the operator for safe catheter manipulation. With the same technology, Kumar *et al*.^[@EUT262C12]^ characterized the CF at different anatomical sites during antral PV isolation for AF. Monitoring of catheter--tissue CF during RF ablation demonstrated that there was significant variability in CF both within and between different PV anatomical sites. For left PVs, the highest CF areas were the superior and inferior quadrants, while the lowest CF were the carina and anterior quadrants. For right PVs, the areas of highest CF values were the anterior and inferior quadrants and the lowest CF was the carina. Furthermore, CF at any right PV quadrant was consistently higher than the corresponding left PV quadrant, except at the left superior quadrants where the right and left PVs had similar CF.

More importantly, data on ablation using CF sensing showed a strong linear relationship between the number of lesions with low average CF or FTI and the time to achieve acute PV isolation, confirming that catheter--tissue CF is an important determinant of procedural duration and ablation efficacy.^[@EUT262C8],[@EUT262C13]^ Moreover, acute PV reconnection was strongly associated with low values of CF and FTI.^[@EUT262C12]^ Availability of real-time CF information during PVI was in this series associated with a significantly lower acute PV reconnection rate.^[@EUT262C12]^ Recently, Neuzil *et al*.^[@EUT262C14]^ showed that minimum CF and minimum FTI values are strong predictors of gap formation.

Finally, in a single-centre non-randomized study, Martinek *et al*.^[@EUT262C10]^ found that the CF sensing technology using the Thermocool SmartTouch™ catheter was able to significantly reduce ablation and procedural times in PV isolation. Energy delivery was substantially reduced by avoiding RF delivery in areas with insufficient tissue--electrode contact.

Present study {#s4c}
-------------

For the first time in a multicentre experience, our data demonstrates, that optimal CF values during CA of AF significantly improve the procedural parameters. In fact, during ablation, patients with an FTI above the median value had shorter procedural and fluoroscopy time and, similarly, patients with a mean CF value during ablation \>20 g had shorter procedural time.

As already reported by Kumar *et al*.,^[@EUT262C12]^ optimal CF may be easier to obtain and maintain during right as compared with left PV ablation. In our study, the time with poor CF values (\<5 g) was significantly shorter for right than for left PV ablation.

In our study, the mean CF value during ablation is slightly lower than the one reported in a previous study^[@EUT262C14]^ (12.2 ± 3.9 vs. 17.2 ± 3.5 g in our study and the previous one, respectively). The value of CF during ablation is very close to the value of 10 g, which has been considered critical for clinical success in the TOCCATA study,^[@EUT262C15]^ in which patients who received ablation with a mean CF below this value experienced AF recurrences. The difference between our and previous data is possibly due to different technology used. Data on follow-up will clarify if the value of 10 g is critical also using the Thermocool Smart Touch technology. In our study, we found that patients with a mean CF during ablation \>20 g required significantly shorter procedural time as compared with patients in whom CF was \<10 g. However, the small sample size and, above all, the lack of randomization and clinical outcome data does not, to date, allow conclusive recommendations concerning optimal CF values. Interestingly, while the mean value of CF during ablation shows wide inter-patient variability, the range of variation of this parameter is within 4 g in seven of the nine centres. This leads us to hypothesize that this value could be more patient-specific rather than operator-specific. This seems apparently in contrast with a previous report,^[@EUT262C9]^ which showed a wide range of CF values corresponding to the subjective feedback of 'good contact' defined by the operator. However, contrary to the previous study,^[@EUT262C9]^ in our study, the operators had already completed the learning curve of the use of the CF catheter and were not blind to the CF values.

Finally, no complication related to ablation and/or catheter manipulation was observed. Although lack of randomization does not allow a definitive conclusion, the safety profile of this CF catheter seems at least comparable with that of the conventional open-irrigated tip catheter. The low value of fluoroscopy time suggests that CF sensing could have been useful to minimize the use of fluoroscopy to manipulate the catheter without affecting procedural safety.

Limitations {#s4d}
-----------

First, the number of patients enroled in each centre is small and this might increase the range of data variability, mainly due to the involvement of multiple operators. However, this observational prospective study may provide a representative image of the real-life scenario in the use of CF sensing for AF ablation.

Secondly, since this was designed as a pilot study to investigate initially the effect of CF measurement on acute procedural parameters during RFCA of AF, we did not include data on long-term clinical outcome.

Thirdly, CF was computed by averaging values sampled every 50 ms during each RF application; however, bias introduced by ablation strategy (point by point vs. dragging) may not be completely excluded.

Fourthly, several parameters may affect CF: operators\' attitude and expertise, use of steerable sheaths, site of transseptal puncture, individual anatomy of the LA, rotation of the heart, etc. Moreover, the direction of the force vector and the thickness of the tissue are other important variables that could play a major role in creation of a transmural and durable lesion. Although in our study we did not evaluate all these variables and their relationship with CF, our findings show that better the contact is shorter the procedural and fluoroscopy times are. This is potentially of great clinical relevance.

Conclusion {#s5}
==========

Contact force measurement is useful in CA aiming at isolation of PVs for AF. Achievement of a higher FTI and mean CF values during ablation allows reduction of both procedural and fluoroscopy time.
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